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Abstract: INTRODUCTION: Radiation protection is becoming more important with an ongoing in-
crease in radiation exposure due to the use of X-rays in minimally invasive procedures in orthopaedic and
trauma surgeries. However, sufficient education in medical physics and radiation protection can often be
improved. MATERIALS AND METHODS: A questionnaire consisting of four questions about personal
data and ten questions about radiation protection was distributed to lead consultants, consultants, resi-
dents, medical students, and medical technical assistants at two institutions, a level 1 trauma center and
a children’s hospital. RESULTS: This study consisted of 83 participants. The compliance with radiation
protection, i.e., usage of a dosimetry, an apron, and a thyroid shield on a regular basis was only seen
in 54 %. Participants from the trauma center wore a dosimeter and thyroid shield significantly more
often. The regular use of a thyroid shield differed significantly between job positions. It was observed
in 80 % of students, but only 15 % of technical assistants. Only 65 % of all knowledge questions were
answered correctly. There was a discrepancy between incorrectly answered knowledge questions (35 %)
and those marked as uncertain (20 %). Different job positions did not have an impact on the answers
to the questions in most instances. CONCLUSIONS: The compliance with and the knowledge about
radiation protection seems to be unnecessarily low in trauma physicians and technical assistants. The
discrepancy in falsely answered questions and those marked as uncertain may suggest that participants
may overestimate their knowledge about radiation protection, which is potentially harmful due to the
increased radiation exposure. Therefore, we advocate a quick and valuable training of trauma surgeons
and medical staff addressing the important preventive measures, some of which are illustrated in the
present study. These consist of wearing dosimetry and protection devices, reduction in X-ray duration,
preferably antero-posterior C-arm positioning with the image intensifier close to the patient and the sur-
geon, maximal distance, collimation, and increased voltage. Furthermore, the use of visual feedback on
complex and potentially hazardous radiation facts may be useful for training purposes. STUDY DESIGN:
Cross-sectional study with a questionnaire.
DOI: https://doi.org/10.1007/s00402-015-2257-z





Jentzsch, Thorsten; Pietsch, Christiane M; Stigler, Brigitte; Ramseier, Leonhard E; Seifert, Burkhardt;
Werner, Clément M L (2015). The compliance with and knowledge about radiation protection in operating





The compliance with and knowledge about radiation
protection in operating room personnel: a cross-sectional
study with a questionnaire
Thorsten Jentzsch1 • Christiane M. Pietsch1,2 • Brigitte Stigler1 • Leonhard E. Ramseier3 •
Burkhardt Seifert4 • Clément M. L. Werner1
Received: 19 March 2015 / Published online: 19 June 2015
 Springer-Verlag Berlin Heidelberg 2015
Abstract
Introduction Radiation protection is becoming more
important with an ongoing increase in radiation exposure
due to the use of X-rays in minimally invasive procedures
in orthopaedic and trauma surgeries. However, sufficient
education in medical physics and radiation protection can
often be improved.
Materials and methods A questionnaire consisting of four
questions about personal data and ten questions about
radiation protection was distributed to lead consultants,
consultants, residents, medical students, and medical
technical assistants at two institutions, a level 1 trauma
center and a children’s hospital.
Results This study consisted of 83 participants. The com-
pliance with radiation protection, i.e., usage of a dosimetry, an
apron, and a thyroid shield on a regular basis was only seen in
54 %.Participants from the traumacenterwore adosimeter and
thyroid shield significantly more often. The regular use of a
thyroid shield differed significantly between job positions. It
was observed in 80 % of students, but only 15 % of technical
assistants. Only 65 % of all knowledge questions were
answered correctly. There was a discrepancy between incor-
rectly answeredknowledgequestions (35 %) and thosemarked
as uncertain (20 %). Different job positions did not have an
impact on the answers to the questions in most instances.
Conclusions The compliancewith and the knowledge about
radiation protection seems to be unnecessarily low in trauma
physicians and technical assistants. The discrepancy in falsely
answered questions and those marked as uncertain may sug-
gest that participantsmay overestimate their knowledge about
radiation protection, which is potentially harmful due to the
increased radiation exposure. Therefore, we advocate a quick
and valuable training of trauma surgeons and medical staff
addressing the important preventivemeasures, some of which
are illustrated in the present study. These consist of wearing
dosimetry and protection devices, reduction in X-ray dura-
tion, preferably antero-posterior C-arm positioning with the
image intensifier close to the patient and the surgeon,maximal
distance, collimation, and increased voltage. Furthermore, the
use of visual feedback on complex and potentially hazardous
radiation facts may be useful for training purposes.
Study design Cross-sectional study with a questionnaire.
Keywords Radiation protection  X-ray  Compliance 
Knowledge  Operating room personnel  Trauma surgery 
Questionnaire  Training
Introduction
There is an ongoing increase in usage of X-rays and expo-
sure to radiation, which is especially true for orthopaedic
and trauma surgeries, where minimally invasive surgical
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techniques including real-time visualization have become
more popular [1, 2]. However, trauma surgeons and medical
technical assistants are often insufficiently educated in
medical physics and the occupational prevention of radiation
exposure remains inconsistent [1, 3, 4]. This often results in
unnecessarily high radiation exposure, which could be pre-
vented with proper, easy, and quick training.
Radiation protection measures were not implemented
until about 20 years after Röntgen’s discovery in 1895 [5,
6], after an increasing awareness of the harmfulness and
carcinogenic potential of X-rays became apparent [7]. In
general, radiation protection can be accomplished through
measures of mechanical, barrier, and span nature [8].
Mechanical measures involve the direction of beams, while
barriers refer to protective aprons and span indicates the
distance between surgeons and X-ray machines. These
principles offer guidance on radiation protection and are
publically conveyed through the International Commission
on Radiological Protection (ICRP) in Europe and the
National Council on Radiation Protection and Measure-
ments (NCRP) in the United States [6, 9]. Courses about
radiation protection are even mandatory for physicians in
some parts of the world [10]. In general, naturally occurring
radiation exposure ranges around 3 milli (m) Sievert (Sv)
per year and mainly includes cosmic, terrestrial, and radon
exposure [1]. Particularly, cosmic radiation ranges around
0.24 mSv per year, a 5-h flight is accompanied by radiation
exposure with 0.025 mSv, and flight crews average up to
6 mSv per year [1, 11]. In physicians, partial body radiation
such as the hands should not exceed 500 mSv per year [1, 9,
12, 13]. Radiation to the thyroid gland and eyes should even
stay below 300 and 150 mSv per year. For example, a sur-
geon is exposed to a radiation dose of 0.05 mSv per minute
at a distance of approximately 0.5 m [14].
Technically, there are two types of X-rays. The primary
radiation beam is located between the X-ray generator and
the image intensifier [1] (Fig. 1). It delivers X-rays
according to the different penetrations of various tissues.
The scattered radiation arises from patients or objects within
the path of the X-ray beam (Fig. 2). X-ray images are
generated at the image intensifier, where a fluorescent screen
of a vacuum tube absorbs X-ray beams, which leads to a
conversion of a latent photograph into a photographic image
and, ultimately, an electronic image through a photocathode.
The equivalent dose (Sv) determines radiation exposure and
can be calculated using the absorbed dose [Gray
(Gy) = Joule (J)/kilogram (kg)] of body tissues multiplied
by type- and energy-dependent radiation weighting factor.
Weighting factors are determined on a regular basis in order
to characterize radiosensitivity of different body tissues [9].
Glands (0.2) have a rather high weighting factor, while most
solid organs (0.05) and the skin display a rather low
weighting factor.
The purpose of the present study was to test the
existing compliance with and knowledge about radiation
protection through a questionnaire and provide illustrated,
practical guidelines about radiation protection for trauma
surgeons.
Materials and methods
A questionnaire consisting of one question about the job
position, three questions about the compliance with radia-
tion protection, and ten questions about the knowledge
Fig. 1 Example of an X-ray C-arm with the image intensifier (top)
and X-ray generator (bottom)
Fig. 2 Scattered radiation from an X-ray beam
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regarding radiation protection was developed (Supplement
1). General questions asked about (a) the hospital affilia-
tion, (b) job position, (c) dosimetry (whether or not a badge
was worn), and (d) use of protective devices such as aprons
and thyroid shields. Specific questions consisted of the
different radiation exposures with varying (I–III) horizontal
and vertical C-arm positions (Figs. 3, 4, 5), (IV) antero-
posterior and lateral views, (V) eyes and hands, (VI) type
of surgery, i.e., instrumentation of the spine or nailing of
the femur, (VII) voltage and current, (VIII) collimation,
(IX) distance, and (X) maximal partial body radiation
exposure.
Participants consisted of available lead consultants,
consultants, residents, medical students, and medical
technical assistants at two institutions, a level 1 trauma
center and an orthopaedic division of a children’s hospital,
where X-rays are commonly used. Participants were asked
to complete the survey in the presence of a supervisor in
order to avoid cheating. Moreover, they were asked to
mark either ‘‘A’’ or ‘‘B’’ with regard to the worse radiation
exposure, and, ‘‘C’’ if they were uncertain about their
answer. A waiver for this study was obtained from the local
ethics committee allotted. All voluntary participants gave
informed consent to their participation in this study and
publishing of their anonymous data.
Data are presented as the number of participants with
percentages. Groups were compared using the Chi-square
test with exact p values. Two-sided p values less than 0.05
were considered statistically significant. All analyses were
performed with IBM SPSS Statistics, Version 21.0 (IBM
Corp., Armonk, NY, USA).
Results
This study consisted of 83 participants, whereof 54 (65 %)
were recruited from a level 1 trauma center and 29 (35 %)
came from the children’s hospital. There were nine (11 %)
lead consultants, 20 (24 %) residents, five (6 %) students,
and 21 (25 %) technical assistants. No differences were
found between the job positions of the participants of the
two hospitals (p = 0.79).
Surprisingly, the compliance with radiation protection,
i.e., C50 % usage of a dosimetry, an apron, and a thyroid
shield, was only found in 54 % (Table 1). Furthermore, the
participants from the trauma center wore a dosimeter and
thyroid shield significantly more often (p = 0.028 and
p = 0.006, respectively), but there were no differences
regarding the use of aprons. Moreover, the job position was
associated with significant differences in the use of a thy-
roid shield, whereby 80 % of students, 43 % of residents,
30 % of consultants, 22 % of lead consultants, and only
15 % of technical assistants wore a thyroid shield C50 %
of the time (p = 0.047). No differences were found for the
usage of a dosimeter or an apron.
The knowledge questions about radiation protection
were only answered correctly by 65 % of all participants
(Table 2). Questions containing a text were answered sig-
nificantly better than questions with a picture (p = 0.010).
No differences between the two hospitals were found for
almost all (90 %) knowledge questions about radiation
protection, while only one (10 %) question about the ver-
tical position of the X-ray machine was answered signifi-
cantly better by the participants of the trauma center
Fig. 3 a Horizontal positioning of the image intensifier and the X-ray tube. The correct positioning with the image intensifier on the surgeon’s
side is shown in a, while the incorrect positioning with the image intensifier on the opposite side of the surgeon is shown in b
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(p B 0.001). Most (70 %) questions about the knowledge
regarding radiation protection were answered similarly by
participants with different job positions, but three (30 %)
questions showed significant differences. Firstly, on the
question about hand exposure, 85 % of technical assistants,
78 % of lead consultants, 61 % of residents, 40 % of
consultants, and 20 % of students correctly answered that
the hands are subject to the highest exposure (p = 0.009).
Secondly, for the question about collimation, 100 % of
lead consultants, 95 % of consultants, 95 % of technical
assistants, 75 % of residents, and 60 % of students cor-
rectly answered that collimation decreases radiation
exposure (p = 0.043). Thirdly, 95 % of consultants, 75 %
of residents, 67 % of lead consultants, 60 % of students,
and 57 % of technical assistants correctly answered that the
maximal partial body exposure should be\500 mSv per
Fig. 4 Positioning of the image
intensifier and the X-ray tube.
The correct positioning with the
image intensifier close to the
patient is shown in a, while the
incorrect alignment with the
image intensifier far away from
the patient is shown in b
Fig. 5 Vertical positioning of
the image intensifier and the
X-ray tube. The correct
positioning with the image
intensifier above the patient
is shown in a, while the
incorrect positioning with the
image intensifier under the
patient is shown in b
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year (p = 0.043). Lastly, no differences were found
between medical doctors and technical assistants for the
positioning of the X-ray machine and most (80 %) of the
other questions.
The relatively high percentage (35 %) of falsely
answered questions is interesting because only 169 (20 %)
answers were marked as uncertain. The highest percentage
of uncertainness was found for the questions about voltage
and current (31 %) as well as the maximal partial body
exposure (30 %), contrarily to the question about colli-
mation (10 %). Mostly (80 %), no associations were found
between a correctly answered question and certainness,
except for the question about surgery (p = 0.005) and
maximal partial body exposure (p = 0.029).
Discussion
Intraoperative X-ray duration and volume, the position of
the surgeon, patient, and X-ray machine as well as the
nature of the surgeon and surgery determine the dose of
scattered radiation and, ultimately, radiation exposure [15].
Therefore, radiation protection involves measures against
these sources of radiation and exposure as well as targeting
technical and staff-related measures such as training [16].
In looking at ways to decrease radiation, the first
approach is to start with a reduction in the duration of
exposure. The mean X-ray duration in intramedullary
nailing is up to 6 min, resulting in an exposure of 1 mSv
[17]. Of course, limiting the duration of X-rays to the
amount needed to reach a clinical purpose is recom-
mended. This can be achieved by short pedal taps. Saving
the last image can prevent unnecessary repetition of
X-rays. Intermittent and pulsed fluoroscopy, used to eval-
uate moving structures, can further reduce radiation
exposure and can be useful in kyphoplasties and exami-
nation of joint mobility [18, 19]. Furthermore, keeping the
foot pedal with experienced surgeons is helpful in reducing
radiation exposure [20, 21].
The second way to decrease radiation exposure is to
position the C-arm antero-posteriorly because this is
associated with much less radiation exposure than lateral
X-rays (Fig. 1). This can be explained by an increased
patient volume (size) in a lateral orientation, which leads to
increased scattered radiation. The patient volume is also
responsible for the fact that radiation exposure is dependent
on the surgical procedure. For example, it is up to twelve
times higher in internal fixation of the spine [22] compared
to nailing of the femur or percutaneous osteosynthesis of
the distal radius [23].
The third method of decreasing radiation exposure is to
position the surgeon on the side of the image intensifier
(mean radiation exposure of 0.02 mSv/min) instead of the
X-ray generator (mean radiation exposure of 0.53 mSv/
min) because the image intensifier is able to absorb some of
the scattered radiation [22] (Fig. 3). For example, this can
decrease the radiation exposure of the thyroid up to four-
fold. Unfortunately, this means that residents and
Table 1 Compliance with radiation protection
Protection device C50 % usage \50 % usage Total
Dosimetry 36 (44 %) 46 (56 %) 82 (100 %)
Aprons 70 (84 %) 13 (16 %) 83 (100 %)
Thyroid shield 27 (33 %) 55 (67 %) 82 (100 %)
Total 133 (54 %) 114 (46 %) 247 (100 %)
 The values are given as the number of participants, with the per-
centage in parentheses
 One participant falsely marked both answers for dosimetry and
thyroid shields and was excluded from the corresponding section
Table 2 Knowledge about
radiation protection
Correct answer Incorrect answer Total number of patients
Horizontal 41 (49 %) 42 (51 %) 83 (100 %)
Vertical 1 50 (60 %) 33 (40 %) 83 (100 %)
Vertical 2 50 (60 %) 33 (40 %) 83 (100 %)
X-ray path 56 (68 %) 26 (32 %) 82 (100 %)
Exposure 50 (61 %) 32 (39 %) 82 (100 %)
Surgery 44 (54 %) 38 (46 %) 82 (100 %)
Voltage and current 39 (48 %) 43 (52 %) 82 (100 %)
Collimation 71 (87 %) 11 (13 %) 82 (100 %)
Distance 73 (89 %) 9 (11 %) 82 (100 %)
Body exposure 61 (74 %) 22 (27 %) 82 (100 %)
Total 535 (65 %) 289 (35 %) 824 (100 %)
 The values are given as the number of participants, with the percentage in parentheses
 The participants, who falsely marked both answer options, were excluded from the corresponding section
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students are often exposed to a 5-times increased radiation
because they are mainly located on the opposite side at the
X-ray generator [24]. Furthermore, the highest scattered
radiation is located on the side where the X-ray beam
enters the patient. Placing the X-ray generator under the
operating table and the image intensifier over the operating
table minimizes the radiation exposure of the radiosensitive
eyes and thyroid gland [23, 25] (Fig. 5). Specifically, this
maneuver decreases exposure to scattered radiation from
1.2–3.2 to 0.3–0.8 mSv/h [26].
The fourth way to decrease radiation exposure is by
keeping a greater distance from the patient [27] (Fig. 6). A
distance of 0.5 m is associated with a fourfold decrease in
radiation exposure [28]. Doubling the distance from the
X-ray machine leads to a fourfold decrease in X-ray
exposure because, according to the inverse-square law,
radiation is inversely proportional to the square of the
distance from the X-ray machine. It was also shown that
keeping surgeon’s hands at a distance of 15 cm away from
the X-ray beam can lead to a 100-fold reduction of radia-
tion exposure, which can be achieved with longer instru-
ments [29]. Placing the patient as close as possible to the
image intensifier and as far away as possible from the
X-ray generator also minimizes scattered radiation [30]
(Fig. 4). Doubling the distance between the image inten-
sifier and the patient may lead to a 17-fold dose increase
[15]. Of note, it was shown that keeping a distance of one
meter from the C-arm resulted in detection of only 0.1 %
of scattered radiation while keeping a distance of 2 m
resulted in barely detectable scatter radiation [28]. This led
to the opinion that protective wear may not be required in
distances of more than 2 m [31].
The fifth technique to decrease radiation exposure is by
collimation of X-ray beams with laser makers for scatter
reduction [19]. Larger image intensifiers also lead to less
radiation exposure. For example, magnification of image
sections can reduce radiation exposure by up to 37 % [15].
Additionally, less radiation is accompanied with a less
contrasted image when increasing the voltage and
decreasing the current. This is implemented into an auto-
matic dose rate control, which ensures minimal doses with
maximal image qualities and is dependent on the tissue
density and the presence of metal objects [3, 13, 14]. For
example, the dynamic hip screw within the beam may lead
to increased radiation exposure [32]. Therefore, it is
advisable to turn off the automatic dose regulation once the
most important implant positioning has been done.
The sixth method to decrease radiation exposure is
accomplished with personal protective devices that mini-
mize radiation. While architectural shielding through walls
and equipment-mounted, rolling shields are not useful in
the operating room, personal protective devices such as
lead aprons minimize radiation exposure [1, 19]. Their
usual thickness is 0.25 mm attenuates more than 90 % of
radiation. For example, coverage of the thyroid can lead to
a 20-fold reduction of radiation exposure [33]. Further-
more, protective goggles prevent the radiosensitive eye
lens from radiation and protective gloves cover exposed
hands. Protective gloves may lead to a fourfold reduction
in radiation exposure in vertebroplasties [34].
The last, but also very important method of lowering
radiation exposure should involve training of surgeons and
operating room personnel. An interesting study by Bott et al.
[35] has described a way of improving radiation protection
by continuingmedical education in C-arm positioning with a
computer-based training and simulation system. The latter
was evaluated by a questionnaire and shown to be helpful in
acquiring new knowledge in 79 % of workshop participants
(n = 77). Various scenarios from an operating room can be
used for the interaction with three-dimensional models,
which are radiographically reconstructed. Feedback on the
trainee’s performance on the placement of a C-arm, patient,
and table is provided by color graphics, which ultimately
leads to a better understanding of scattered radiation and
protection against radiation [36]. In contrast to conventional
non-interactive didactical methods such as texts and videos,
this extended training system offers prompt visual feedback
on complex and potentially hazardous radiation facts, which
was also described in previous articles byWagner et al. [37,
38]. Therefore, itmay beworth considering the integration of
Fig. 6 Reduction of radiation exposure through increased distance
from the X-ray source. For example, doubling the distance leads to a
decrease in dose rate by 4, a threefold increase in distance leads to a
decrease in dose rate by 9, and an increase in the distance by factor
four leads to a 16 times decrease in dose rate
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these training methods into one’s teaching program to
enhance the hands-on teaching.
With regard to our study, the relatively low compliance
with radiation protection may be overcome by repetitive
reminders about the dangers of radiation. Furthermore, the
fact that a dosimeter and a thyroid shield are worn more often
by trauma surgeons may be attributed to the increased radia-
tion that arises from surgical procedures in the adult trauma
setting. Besides, our results about the different use of a thyroid
shield between different job positions may suggest that they
are worn disproportionally to the amount of X-ray and may
indicate a decrease in fear of radiation with more frequent
X-ray use because students use a thyroid shield most often,
while technical assistants barely used one. On a side note, in
contrast to aviation personnel, where the maximal body
radiation is usually set at 20 mSv [39], the maximal partial
body radiation such as the hands should not exceed 500 mSv
per year in trauma surgeons [1, 9, 12, 13] and is even lower for
the thyroid gland and eyes. While the radiation exposure to
aviation personnel is expectedly calculated [40], trauma sur-
geons are supposed to wear personal dosimeters. However,
this study casts doubt on the compliance with this regulation.
In contrast to a about a handful of cases at the interventional
cardiology and radiology department, where this limit was
broken, trauma surgeons seem not to have reached this limit
within the last couple of years. According to the questionnaire
of the present study, it remains elusive whether this is due to
the actual amount of radiation exposure or lack of compliance
in wearing the dosimeter.
The knowledge about radiation protection was improv-
able in the present study, which may be caused by a lack of
structured education about this important topic at regular
intervals. The majority of questions were answered simi-
larly by physicians and technical assistants indicating that
their knowledge about radiation protection seems to be on a
similar level. While medical staff is usually required to
partake in educational courses about radiation protec-
tion, students may only rely on their knowledge from
university courses, which may not address hands-on facts
sufficiently enough. Depending on the country, the latter
may be true for residents as well. This could be exempli-
fied by their lack of student’s knowledge about the bene-
ficial use of collimation, but fairly good knowledge about
the maximal partial body exposure per year. However, it
must be noticed that the number of students in the present
study was fairly low. Therefore, it seems important that the
present education may not be enough for everyday tasks of
radiation protection and hospitals may consider training the
entire staff that uses X-rays at the beginning of a job.
Comparing the falsely answered questions (36 %) with
the uncertainly marked (20 %) questions, the discrepancy
of 16 % may suggest that participants may overestimate
their knowledge about radiation protection, which could
potentially be harmful due to an increased radiation
exposure. Therefore, medical staff may profit from specific
hands-on training in order to avoid unknown mistakes and
unnecessary exposure to radiation.
Conclusion
The compliance with and the knowledge about radiation
protection seems to be unnecessarily low in trauma
physicians and technical assistants. The discrepancy in
falsely answered questions and those marked as uncertain
may suggest that participants may overestimate their
knowledge about radiation protection, which is potentially
harmful due to the increased radiation exposure. Therefore,
we advocate a quick and valuable training of trauma sur-
geons and medical staff addressing the important preven-
tive measures, some of which are illustrated in the present
study. These consist of wearing dosimetry and protection
devices, reduction in duration, preferable antero-posterior
C-arm positioning with the image intensifier close to the
patient and the surgeon, as well as maximal distance, col-
limation, and increased voltage. Furthermore, the use of
visual feedback on complex and potentially hazardous
radiation facts may be useful for training purposes.
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5. Röntgen KW (1895) Über eine neue Art von Strahlen. Phys Med
Gesellsch 9:132–141
6. Uzoigwe CE, Middleton RG (2012) Occupational radiation
exposure and pregnancy in orthopaedics. J Bone Joint Surg Br
94(1):23–27. doi:10.1302/0301-620X.94B1.27689
7. Cardis E, Vrijheid M, Blettner M, Gilbert E, Hakama M, Hill C,
Howe G, Kaldor J, Muirhead CR, Schubauer-Berigan M, Yosh-
imura T, Bermann F, Cowper G, Fix J, Hacker C, Heinmiller B,
Arch Orthop Trauma Surg (2015) 135:1233–1240 1239
123
Marshall M, Thierry-Chef I, Utterback D, Ahn YO, Amoros E,
Ashmore P, Auvinen A, Bae JM, Bernar J, Biau A, Combalot E,
Deboodt P, Diez Sacristan A, Eklöf M, Engels H, Engholm G,
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